[Mechanical impedance of human parotid area tissues (mastoid)].
Frequency relationship of mechanical impedance of human mastoid has been recorded within the frequency range of 125-15 000 Hz. The technique of measuring mechanical impedance has been described and its error evaluated. From the results obtained equivalent parameters of the mechanical system imitating acoustic properties of human mastoid are calculated. These parameters can serve as the basis for developing the device artificial mastoid.